MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

ALCO-SENSOR IV/RBT iV MAINTENANCE REPORT

RREATH ALCOHOL PROGRAT
JUN-T 7003

Compiete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument is repaired,
Send copy tg Department of Health; retaln original in depariment file.

LSS oinlc SIS ELE

ALCO SENSOR IV SN RET IV SN DATE OF INSPECTINN

78389 071.3383.132 06-06-09
LOCATION OF INSTRUMENT (ST_REEI' AND CITY) TIME OF {NSPECTION

501 Faraon Street, St. Joseph, Missouri 0803

CHECKLIST: Place a check { ¥) to the left of each ltem if found to be satisfactory or If operating within established fimits, (Write
In observed values where determined.) Unchecked Items must be corrected before using Instruments,

DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

TEMPERATURE OF ALCO SENSOR (10° C - 40° C)

[ PRINTER WORKING PROPERLY

TIME AND DATE DISPLAYING PROPERLY

@ CALISRATION CHECK -

- Run three tests using a standard solution, All three tests must be within + 5% of the standard value and must have a spread
of .005 or less. Check the box corresponding to the standard solutlon belng used, (PRINTOUT ATTACHED)
;M 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0,105% INCLUSIVE
[] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST 1 - 008 TEST 2 -

098

TEST 3 + 087

M sIMULATOR TEMPERATURE (34°t .2°G) _34.0 ¢

RFl DETECTOR OPERATING

(DQ NOT INCLUDE SIMULATOR TESTS)

REFUSALS o {0-.04) 0 (.05-.08) 0

@ NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS FOLLOWS:

z

{.10-.14) 3

{.15-.19) 0 fover 1y O

limits {use other side if necessary})

List any new parts and describs any alieration or moedificalion that was made to restore the instrument fo operate satisfactorlly and within established

Instrument operating within the limifs set forth by the Missouri Department of Health, Solution provided by Repco

Marketing.

.100 solution, Lot #08002, expires 10/13/2010.

INSPECTING OFFICER. -

SIGW (7/ SR T e

FPRINT NAME

Chris McBane

Scolt Gary

et
TYPE )l PERMIT NUMBER/EXPIRATION DATE R A

TELEPHONE NUMBER

820270 09/18/10 920051 03/06/11

I (816)271-5359

MO 560-1351 {8-94)

AN EQUAL OPP OATURATY/ARFIRMATIVE AGTION EMPLOYER

aurvicns pravided on & rensliedminatory basls

LAB 114




REPCO MARKETING INC.

3101.188 STONYBROOK DRIVE
RALEIGH, N.C. 27604
2919-87¢.5480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 08002
EXPIRATION DATE: October 13, 2010 at 11:59 p.m.

RepCo Marketing, Inc, certifies the following;

RepCo Matketing, Inc. manufactured, tested and supplied Lot
Number 08002 of Alcohol Certified Solution for simulators. Random
samples of said lot number were analyzed utilizing a gas chromatograph and
found to contain 0.1209 gms/d] wt/vol ethyl alcohol in aqueous solution (i.e.
ethanol). '

The alcohol and distilled water used in the solution were found to be
free of any interfering substance.

This solution will produce a vapor alcohol value of 0.100% +/-3%
when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a simulator.

The date of manufacture for this lot number is October 14, 2008. The
expiration date for this lot number is October 13, 2010 at 11:59 p.m.

This document is a true representation of the original Certificate of

Analysis, qé}
lé.a:,.iﬁ B Al

Cecil B. Garner, President
RepCo Marking, Inc.

Form MO 01



AS. W Barial nhe B78289
Uersion et BEE0

HmnH RECORD @864z »

Hmzn D=te Time 21BL

Void: RFI
12 #5°06/782 83163

SubJject Hame
xwauuw =T
Subrdect I.D. .
L S5 3-a0
Urerator Hame. 1.0.
$T/ Pdngonr

Locstion _
Mrf.awxﬂWWSm g

calg o4 s

" n

i HEFA

“

1
The

A5 -1V Serial mor gresea

Version not @e4c
TEST REGORD 83845
Temp . Dete  Tima mwma

mwﬁ Elank:

B5/06/69 B3:18 _Gon

Subject Test: Man
21 05’8609 DRI1B L bum

Subidsct Name

Subdect I.D.

imMmmwmwmﬁﬁmwwmmmmsli

Orerator Hame. 1.7

£97 oo g

.Hunm*uoﬁ

Q.uraruw.h.m%\h\\u\\..h

kI

RS IV Serial no® B73ass
Yersion ROt BRGE

TEST RECORD 68546

a/
Temr Date Time ™oL

Air Blank:

BB B9 68211 . 6HR
Subdect Test: Man
22 Be/B6/EY RS ooy

Subdect Hame

Subjert 1.0,
¢xmwrmee@umﬁwu&xu

Orerator Hame. I.3.

awmu\.mM$&m¢«v\c\

Loca ;
rwu;,wu&%am\hﬁ&

atia

wEL OF

T

Areiseaive



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

SCOTT GARY

fs hereby authorized to Instruct and supervise operators, train instructors, Inspsect,
calibrate, perform fleld repalrs, and operate the following breath analyzer(s):

DATAMASTER;ALCO-SENSOR IV/RBT IV

for the determination of the alcoholic content of blood from a sample of expired {alveolar)
alr. Issued under the provisions of sections £§77.020 through 677.041, RSMo 1986.

Gl 3 Vo thuwsoat

pate _03/06/09

920051 - Dirolgr of Slte Publlc Health Laboratory
Number . ‘ RN
- L fw 4 e 7
exal 03/06/2011 i % % %
pires

Direafor, Department of Health

MO 880-0771 {7-88) Leb. 4 {R7-88)




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE I

CHRISTOPHER MCBANE

fs heraby authorized to Instruct and supervise -operators, traln Instructors, inspect,
callbrate, perform fleld repairs, and operate the following breath analyzer(s):
. DATAMASTER;ALCO-SENSOR IV

for the determinatlon of the alcohoilc content of blood from a sample of explred (alveolar)
alr. §ssued under the provisions of sections 577.020 through 577.041, RSMo 1988,

09/18//08 Yol § Whathuusoa

Date
820270 L Blractes st giale ot e nt I.BbOINOI‘Y
Numbor R w
09/1872010 L
Explres .
Direotor, Depariment of Health .
MO 880-0771 (7-88) Lab. 4 {RY-58)




